CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
1306 W. Miracle Mile, Tucson, AZ 85705 /[5‘\

.201¢

I hereby certify that these documents are a true and correct copy of the 9.l
periodic maintenance® for the Intoxilyzer 8000 Serial Number

%40 -000%3% L maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:;l!;?\!;w({o call O:10] AC Cal?2 m/Pr AC

Between the dates of and
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on A / Q\/ -0l
The instrument was returned to service on !

VWl 7 oo

William L. Loomis

2 [0 2006

ADPS QAS Permit # 33720

SUBSCRIBED AND SWORN to before me this__ | )" , day of
Yebuney 201

Notary Public

e, OFFICIAL SEAL
B s\ ELMA ESCARCEGA
w_, | 5| HOTARY PUBLIG-ARIZONA

>y PIMA COUNTY
X My Comm. Exp, Nov, 3, 2018

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 ’ &é L{
W
STANDARD CALIBRATION CHECK PROCEDURE 45Ha"r10”f

QA Specialist Lkﬁ L coMIS 5;55Tﬂ;’AGENCY Tucson Police Department
DATE ol /Q\!Q\Ql\a e | 3HS
Intoxilyzer Serial # %O" 000359\ Location Cle ‘ M% LA'CB

( LA 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0. 7O ©O AC.
OR
Pour a standard alcohol concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C
( Vﬂ/ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
vy

3. Go to the “Control Testing Menu”. Select “D” for dry
control test or “W” for wet control test. After
selection is made press ENTER.

Air blank completed.
Calibration check completed. Test results 0. ’b' AC.
Air blank completed.

AR

Remove printed record. Attach the record to the completed
checklist.

STGNATURE 4/()% %@\w

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




INTOXILYZER 8000
Location: TUCSON PD
Serial Number: 80-000332
Core Version: 8105.48

02/02/2016 13:45:41 2 L(
W

Standard Lot#: 15615100A1

Last Changed By: W. LOOMIS #53545
QAS: W. LOOMIS #53545

TUCSON PD

Operator: W. LOOMIS #53545

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:46:10
0.100 Cal Check 0.101 13:46:31
Air Blank 0.000 13:47:00

Preventative Maintenance
Performed -- Timer Reset

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.




TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Date: 9»! AN );O/ e

Qas: W.  LeoMis 53545
Intoxilyzer Serial Number: % O - 00033 1

Reason For Service:  AFTeR. SY5To.m4 §TA’RT'(/(?; INSTRUMENT Wikt
(0 T ReADY  MODE  Bul  START TesT  RUT[om  PogS NOT
START StQuemct - ABLE  To Accgss  oPTIows M@A)DL,'BuT

ON) £y (T1 Ry 0PTONSTHEDISPLAY 6T “STUck”  on [AST
Mo W oR ScRen,

Date Out of Service: lﬂ L;)\ I/ 10l b

Calibration Check completed prior to removal from service

Date: 2 /9\[9\0'(0

1

SQAP completed prior to removal from service

Date: UNABLZ 71O (omPLLTE

Corrective Action: [_V_(S ent to CMI, Inc.
DOWNLOADLD DATA PRIOR TO  5¢pNDIN TO CMT

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



Pursuant to Section 28.1327, Arizona
Revised Statutes, this document is a
certified duplicate of the information
contained in computer storage devices

m of the Tucson Police Department.
INC.

Service Evaluation Form

This form MUST be completed and enclosed with instrument to be serviced. L( a/ékfwb “
Note: Please ship items in their original shipping container. /M
Contact information: Customer Number i 05 0F5 (contact Customer Service)
Name _T€RRY GALLE(0S Phone: (530 ) 93%F-FL+7
Fax: (530) 341~ 4b4a Email: TERRY, GIALLEGDS @ TUCS WA, GOV
Bill to Address: Ship to Address:
FINANCE / ACLOUNTS PAYABLS,  Ticson) PoLite PEPARTMaNT CRIMELAR
PO BOX AFH5D B0 W. MIRA Mie

TUCSON, A7 853 b ~FHI5D “mcsow/, Nz 35705

Instrument Serial Number: 30 ~-000 2 i)

Detailed Description of Problem:
ATTZR. SYSEM STARG- « INSTRUMENT Wit 6o ™ ZsADY povE BUT  START 7357

ButloN  Do¢s  NT  START 4muwoa . ABLe T Augss  ofTionNs MENK , BUT oN EXITING _ OPTIONS,

The DISPLAY 4TS sTueK  on  WAST MEMUR oR  ScRegN.
**Hazardous Material Warning! — DO NOT return gas cylinders with instrument! ***

Note: An evaluation fee of $39.50 for handheld instruments or $79.00 for IR evidential instruments: will
apply to estimates which are not repaired.

B | Authorize Repairs Up To: D All D$250 D$500 g$750 DOther $
Purchase Order Number 3 TF b3

Authorized By:
TERRN GALLEL S TDXicoLoty  CopRDjATog Ship to:

Name ( mr? éa%/ Title CM|, Inc.
Attn: Service Dept.
Q / / RO/ é 316 East Ninth Street

Signature Date Owensboro, KY 42303

E(No, please send estimate before repairs are made. An estimate will be faxed before performing
any repairs and may cause delays in service.

316 EAST NINTH STREET s OWENSBORO, KENTUCKY 42303 ¢ 1-866-835-0690
02/12
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